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'fhe accurate detection of carbapenemase-producing organisms is a major challenge for clinical laboratories. The Carba NP test
is highly accurate but inconvenient, as it requires frequent preparation of fresh imipenem solution, The current studywas de-
signed to compare the Carba NP test to two alternative tests for accuracy and convenience, These were a modified Carba NP test
that utilized intravenous (i.v.) imipenem-cilastatin, which is less erpensive than reference standard imipenem powder, and an
updatedversion of the Rosco Neo-Rapid Carb kit, which does not tequire the preparation of imipenem solution and has a shelf
.life of 2 yeats. The comparison included 87 isolates that produced class A carbapenemases (including KP C-2, -3, -4, -5, -6, and -8,
NMC-A,andSMEtype),40isolatesthatproducedmetallo-B-lactamases(includingNDM-1,GIM-I,SPM-l,IMP-1, -2,-7,-8,-18,
and -27, and VIM-I, -2,and -7),11 isolates that produced OXA-48, and one isolate that produced OXA-181. Negative controls
consisted of 50 isolates that produced extended-spectrum p-lactamases (ESBLs), AmpCs (including hlryerproducers), Kl, other
limited-spectrum p-lactamases, and porin and efflux mutants. Each test exhibited 1000/0 specificity and high sensitivity (Carba
NP, l00o/o; Rosco, 99%o using modified interpretation guidelines; and modified Carba NP, 960lo). A modified approach to inter-
pretation ofthe Rosco test was necessary to achieve the sensitivity of99o/o, Ifthe accurary ofthe modified interpretation is con-
fitmed, the Rosco test is an accurate and more convenient alternative to the Carba NP test.
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"flhe accurate detection of carbapenemase-producing organisms
I (CpOs) is a major challenge for clinical laboratories, In some

laboratories, detection of carbapenem-resistant Enterob acteria-
ceae (CRE) is the primary focus, and the need to detect carbapen-
emase production is considered optional and for epidemiologic
purposes only (1), CRE detection is based on detection of resis-
tance or nonsusceptibility of Enterobacteriaceae to carbapenems
and certain cephalosporins and does not distinguish between car-
bapenemase producers and non-carbapenemase producers. Al-
though carbapenem-resistant non-carbapenemase producers are

important, they should not trigger the same level of concern as

CPOs such as NDM- and other carbapenemase-producing iso-
lates (2-6). Furthermore, the focus on CRE detection ignores
carbapenemase producers that either are not Enterobacteriaceae
or are carbapenemase-prodrcing Enterob acteriaceae that are
carbapenem susceptible, such as the VIM-producing Klebsiella
pneumoniae isolates with imipenem MICs as 1ow as 0.12 p,g/ml
that were involved in a large outbreak with high mortality in
Greece (7).

Clinical laboratories aiming to detect carbapenemase pro-
ducers need a test that is accurate and convenient. The Carba
NP test is highly accurate (8, 9) but labor-intensive and incon-
venient due to the instability of imipenem in solution, which
necessitates extemporaneous preparation (1, 10), Another dis-
advantage of this test is the high cost of reference standard
imipenem powder ($317.00 for 100 mg [catalog no. 1337809l.

Sigma-AJdrich, St. Louis, MOI). With the aim of identifying a

less expensive or more convenient test with similar accuracy, a
study was designed to investigate two alternative tests. These

were a modified Carba NP test that utilized less expensive ther-
apeutic intravenous (i.v.) imipenem-cilastatin (approximately

$4,00 per 100 mg of imipenem) and the updated version98024
of the Neo-Rapid Carb kit (Rosco Diagnostica A/S, Taastrup,
Denmark).

MATERIALS AND METHODS

Isolates, Study isolates consisted of 189 Enterobacteriaceae, Pseudomonas

aeruginosa, and Acinetobacter baumannii isolates that were previously
characterized by molecular, phenoqpic, and biochemical tests for types of
B-lactamase production ( I 1 ). Table 1 provides a breakdown ofnumber of
isolates of each species, B-lactamase t'?es, and the laboratories that pro-
vided the isolates. In brief, 87 isolates produced class A carbapenemases

that included KPC-2, KPC-3, KPC-4, KPC-5, KPC-6, KPC-8, NMC-A
and SME enz;'rnes, 40 isolates produced class B carbapenemases (metallo-

BJactamases) that included NDM-1, GIM-1, SPM-1, IMP-1, IMP-2,
IMP-7, IMP-8, IMP-18, IMP-27, VIM-1, VIM-2, and VIM-7, and 12 iso-
lates produced the class D carbapenemases OXA-48 (n = 1 1 ) and OXA-
I 8 1 ( n = 1 ), Non-carbapenemase-producing controls included 50 isolates

that produced extended-spectrum B-lactamases (ESBLs), AmpCs
(including hyperproducers), K1, limited-spectrum B-lactamases (non-
ESBL, non-AmpC BJactamases such as TEM-l), and porin and efflux
mutants. The isolates studied included three quality control (QC) strains
that are available to clinical labolatories: KPC-producing Klebsiella pneu-
moniae ATCC BAA 1705, NDM-producing Escherichia coli ATCC BAA
2452, and negative-conttol K pneumoniae NTCC BAA 1706,

Carba NP test, We used the originally published procedure (8) and
not the modified procedure recommended by CLSI (1). In brief, the pro-
cedure involved lysis of a heavy bacterial suspension in 100 pl of B-Per II
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Carbaperremase Species

No, of Referring
B-Lactamase" isolates laboratory(ies)i'

Abdelchani et al,

TABLE I Summary of isolates and BJactamase types extraction brlffer (Thermo Scientifi c, Rockford, IL) followed byvortexing,
incubation for 30 min at room temperature, and centrifugation for- 5 min
at 13,000 rpm, after which 30 p"l ofthe supernatant was inoculated into
100 pl of a solution containing reference standard imipenem (Sigma-

Aldrich, St. Louis, MO), phenol red, NaOH, and ZnSO, as per the pub-
lished procedure (8). This reaction mjxture was incubated in a test tube
for up to 2 h at 35 to 37"C, with a positive result interpreted as a color
change from red to yel1ow or orange.

Modified Carba NP test. The procedure described above was modi-
fied by utilizing i.v. imipenem-cilastatin (Hospira Inc., Lake Forrest, IL)
obtained ftom the hospital pharmacy as the substrate. This was provided
as 500 mg each of imipenem and cilastatin and 20 mg of NaHCOr. Weight
adjustrnent was performed to ensure that identical amounts of imipenem
weLe used in both forms of the Carba NP test.

Rosco Neo-Rapid Carb test, This test is similar in principle to the
Carba NP test but utilizes tablets containing imipenem plus an indicator
and negative-control tablets, It does not require laboratory preparation of
imipenem-containing solution from reference standard imipenem pow-
der. The study used the 98024 version ofthe test, which is more sensitive
than the previous 98021 version. The test procedure, provided in the
manufacturer''s update of 19 November 2014 (available from Key Scien-
tific, Stamtbrd, TX), consisted ofadding several loopfuls ofthe test strain
to a mixture of 100 p,l 0.9% NaCl and 100 pl of B-Per II extraction buffer
to produce a suspension of at least a McFarland standard 4. The suspen-
sion was vortexed and maintained at room temperature for' 30 min, after
which 50 pl was tlansfelred to a tube containing 100 pl of0.90lo NaCl. A
tablet containing imipenem plus indicator was added, and the tube closed
and vortexed briefly ( 1 to 2 s) to disintegrate the tablet and then incr,rbated
at 35 to 37"C for 30 min, t h, and 2 h. This process was duplicated in
parallel with a negative-control tablet substituted for the imipenem-con-
taining test tablet. A positive lesult was interpreted as a color change from
pink or led to yellow or orange/yellow, providing that the negative control
remained pink or red. Positive lesults after 30 min or t h were interpreted
at that time and not later to avoid falsely negative tests due to subsequent
fading of the positive reaction. If results were difficult to interpret, reso-
lution was attempted using the following n-rodifications to the manufac-
tr.rrer's methodology: (i) holding the tube in vertical orientation above eye

level and inspecting the bottom ofthe tablet for yellow color (interpreted
as positive) and (ii) comparison of test and negative-contlol tubes by
viewing them side by side, tilting gently to horizontal, and examining in
bright light above a white background (Fig. t). If the result remained
unclear', the test was repeated with a higher inoculum and interpreted
using the modilications described above.

RESUTTS

A-11three test methods exhibited a high level of accuracy,withg6Vo
or higher sensitivity and 1000/o specificity ('Iable 2 ). The Carba NP

1L

FIG 1 Improved interpretation by comparing difficult-to-interpret test (T)
and negative-control (C) tubes in vertical position (left) with tubes in hori-
zontal position above white backglound (right), Tube T is clearly positive
(orange/yellow) in horizontal position but equivocal in vertical position.

Class A
KPC

NDM

SPM
VIM

NMC.A
SME

Class B

GIM
IMP

C. fi'eundii KPC-3 like
E. cloacae KPC

KPC-2 like
Enterobacter sp. KPC-2
E. coli KPC

KPC-3 like
KPC-3

K. oxytoca KPC
KPC-4

K. pneumoniae KPC
KPC-2
KPC-2 like
KPC-3
KPC-3 like
KPC-4
KPC-6
KPC-8

P, aeruginosa KPC
KPC-5

E. cloacae NMC-A
S. marcescens SME-type

P. aeruginosa GIM-1
E. cloacse IMP-?
K, pneumoniae IMP-8
P. mirabilis IMP-27
S, marcescens IMP- I
P. aetuginosa IMP-7

IMP-18
C. ft'eutdii NDM- I
E, cloacae NDM
E. coli NDM-I
K, pneumoniae NDM

NDM.l
P, rettgeri NDM- I
S, marcescens NDM-l
P, aeruginosa SPM-I
A, baumannii VIM-2
K, pneumoniae VIM

VIM-1
P. aeruginosa VIM

VIM.2
VIM 7

I
t2

t2
I
2I
6
6

B
B

B
B
B
B
B

B,C
B

Eo
a
F

3
5

*,-\

ht
a
3

a

5
N)

Ol

=5
g)

5

='o
a

r
p)

a

ii
i|lLl

I
I
4

5

t7
l1

Class D
oxA

None'

K, pneumoniae OXA-48
oxA-l8l

C. freundii
C. koseri
E, aerogenes
E. cloacae
L, COL|

K. pneumoniae
K, oxytoca
M, morganii
P. miabilis
S, enterica
P, aeruginosa

' "like" designates similarity to KPC-2 or KPC-3 as determined by melting poJnt but
sequencing not done. KPC, NDM, or VIM without a number designates PCR positivity
for KPC, NDM, or VIM, respectively, but sequencing not done.

'A, Center for Research in Anti-Infectives and Biotechnology, Creighton University,
Omaha, l,lE; B, Johann Pitout, Calgary Laboratory Service, Calgary, Alberta, Canada; C,

Laurent Poirel, University of Fribourg, Fribourg, Switzerland,

' Non-carbapenemase-producing controls, included producers of ESBLs, AmpCs
(including hypeLproducers), Kl, limited-spectrum B-lactamases (i.e., non-ESBL, non-
AmpC p .lactamases such as TEM- I ), and porln and efllux mutants.

3540 jcnr.asm.org Journal of Clinical Microbiology November 201 5 Volume 53 Number 1 1



Phenotypic carbapenemase Detection Tests

'ABLE 2 Sensitivity and specificity for isolates producing carbapenemases of classes A, B, and D and uon-carbapenemase producers

Carba NP

No. of isolates % sensitivity % specificiry % sensitivity % specificity % sensitivity % specificity

Modified Carba NP Rosco

Jarbapenemases

Slass A (KPC, NMC-A, SME)

Class B (metallo-p-lactamase NDM,
GIM, SPM,IMP,VIM)

Class D (OXA-48, OXA-I81)
Al1 producers

87

40

12

139

r00

r00

r00

r00

97

95

92

96

100

100

100

r00

100

100

100

100

100

100

r00
100

99

98

100

99

testwas positive for all 139 carbapenemase-Producingisolates and
negative for all 50 non-carbapenemase Producers ( 100% sensitiv-

ity and specificity).
On initial testing with the Rosco test, eight isolates yielded

results that could not be resolved, to yield an overall sensitivity of
93o/o,withindividual sensitivities for each carbapenemase class as

follows; class A carbapenemases, 85187 (98o/o); class B carbapen-

emases, 33140 (830/o); and OXA carbaperemases (class D),II|I2
(92o/o). After reviewing the reference results for the eight problem-
atic isolates, it was decided to retest them using the modified test

interpretation approach. This yielded a final set ofpositive results

for all but two carbapenemase producers, and the Rosco test then
exhibited 99% sensitivity and 100% specificity. Two falsely nega-

tive results occurred with a KPC-4-prod,tcingK. pneumoniae iso-

late and a Proteus mirabilis isolate that produced IMP-27. The

eight isolates which required modified interpretation produced

NDM-1 (n : 6), KPC-like (n: I), and OXA-48 (n: I) carbap-

enemases,

The modified Carba NP test was the least sensitive of the three
tests but still exhibited high accuracy, wtlh 960/o sensitivity and
100% specificity. Falsely negative results occurred with fi,vo KPC-

4-producing K, pneumoniae isolates, an SMElike-carbapen-
emase- produc ing S er r atia rn ar cescens isolate, and one isolate each

of OXA-48-producing K. pneumoniae, NDM-producing Provi-

den cia rettgeri, and IMP -27 -producing P, mir ab ili s, Each of these

six isolates had either an imipenem or meropenem MIC in the

range2 to >128 p,g/ml.

DISCUSSION

The high level ofaccuracy ofthe three tests was notable because

the study included many carbapenemase producers that may
not be detected by clinical laboratories that use insensitive car-

bapenemase detection tests or focus only on detection of car-

bapenem-resi stant Enterob acteriaceae, which excludes carbapen-

emase-producing Pseudomonqs spp,, Acinetobacter spp., and

carbapenemase-producing Enterob acteri.aceae that at e carbap -

enem susceptible. These isolates were OXA-48-producing K.

pneumoniae, KPC-4-producing K, pneumoniae, KPC-S -produc-
ing P seudomonas aerugino sa,NDM- I -producing Providencia r ett-

geri, IMP-7-producing P. aeruginosa' IMP-l8-producing P'

aerugino sa, IMP -27-produ cing Proteus mir abilis, VIM-2-produc-
ing P, aerugino s a atd Acin etob acter b aumannii,YlM-7 -pt o dtcing
P. aeruginosa, and SPM-l-producing P, aeruginosa' For microbi-
ology laboratories to achieve maximum effectiveness in combat-

ing the challenge of increasing Gram-negative resistance, it is es-

sential that they aim to detect the correct diagnostic target,

carbapenemase-producing organisms (CPOs), and not focus

solely on CRE, For this purpose, it is essential to use a carbapen-

emase test that has high accl$acY'

The high level of accuracy of the Carba NP test in this studywas
consistent with previous reports (8, 9, l2-15), The achievement of
almost comparable sensitivity with the Rosco test was due to en-

hancing the clarity of test interpretation with a modified approach
to reading what were otherwise uninterpretable tests.

Other evaluations of the Rosco Neo-Rapid Carb kit have re-

ported the occurrence of uninterpretable results, These reports

cannot be directly compared to the current study because they
tested different strains and either used the less sensitive 98021

version ofthe test or did not indicate which test version was used.

In a study involving 150 isolates, ofwhich 49 produced various

types of carbapenemases) Simner et al. attributed the achievement

of overall sensitivity of 98.0% and specificity of 1000/o to two mod-
ifications: use of a 5070 lower-than-recommended inoculum and
performing the test in a tube with a rounded rather than a conical

bottom to effect complete rather than partial dissolution of the

tablets (16). While the current study also used round-bottom
tubes, the value of a reduced inoculum density to detect carbap-

enemase activity warrants caution, as it wouid reduce the number
of carbapenemase molecules in the test and hence the amount of
carbapenemase activity and the sensitivity of the test. This might
offset the value ofthe lower inoculum producing increased clarity
of the test solution. By omitting uninterpretable results from their
analysis of I35 Enterobacteriaceae and35 P, aeruginosa isolates, 66

of which produced various qpes of carbapenemasesr Huang et al,

reported 98.0% sensitivily and830/0 specificity for Enterobacteria-

ceae andg6Vo sensitivity and 540lo specifi.city for P. aeruginosa (17 ) .

Yusuf et a1. reported a study with the less sensitive 98021 test

version that included 92 Enterobacteriaceae and 19 P, aeruginosa

isolates, 51 of which were carbapenemase producers. They ob-

tained 1 0 0 % specifi city but lower sensitivity ( 7 3.3o/o fot Ent er ob ac-

teriaceae and66,7o/o for P, aeruginosa) than reported for the 98024

version (18).
The modified Carba NP test was the least sensitive test in the

study but might be made more sensitive by modifications such as

adjustments to the inoculum density and/or imipenem concen-

tration or the substitution of intramuscular (i.m.) imipenem-
cilastatin for i.v. imipenem-cilastatin. The utilization of i'm, imi-
penem/cilastatin would eliminate any buffering effect due to
NaHCO, retarding the rate of pH change; howevet, this formula-
tion was unavailable during the time of the study, Even if increased

sensitivity could be achieved, it would not overcome the inconve-

nience of having to prepare imipenem solution extemporane-

ously.
Several observations relevantto carbapenemase detection arose in

this study. The lack offalse-positive results was notable because the

study included highJevel AmpC-producing isolates, which are noto-

rious for producing false-positive results with manyphenotypic car-

bapenemase detection tests. This finding raises the possibility that
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AbdelGhani et al.

higher-than-recommended inocula might be employed to investi-
gate difficult-to-interpret results, Also relevant to inoculum densityis
thatthe amount of pJactamase activityis amore critical determinant
of test sensitivitythan the number of cells tested. Therefore, standard-
ization of inocuium density does not guarantee optimal test perfor-
mance. To ensure that a threshold level of detectable carbapenemase
activity is achieved, it is best to test the highest inoculum density that
will not generate a false-positive result.

In conclusion, both the Rosco and rnodified Carba Np tests
offered greater suitability for the needs ofbusy clinical laborato-
ries in terms of lower cost or greater convenience than the Carba
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